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Applicant x
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Address . g
Manufacturer Model No. Serial No.
% 35 Bx 75 WISEWIND 7l g8 0912 B3k F990903201
Description o & " Received Date
BR LA R ST WAk B 2 2010/9/3
Procedure used Calibration Date Recommended Recal Date
B E g2 g5 MT-C-95-054 | 4y 2010/9/6 25 B O 2011/9/5
Condition of calibration Temp 5 R.H. &
B B 2 SR A gg 19T mipmg  A0~70%
Standards Employed
AR IEBE A X AR H 3B
Equipment Manufacturer Model Serial Number
BRELHE )] A% F3%
PROGRAMMABLE TEMP&HUMI CHAMBER | TERCHY MHU-408ARBBS 921022
TEMPERATURE-HYGROMETER VAISALA HMP233 A0740113
TEMPERATURE-HYGROMETER VAISALA HMP233 A0740112
Traceability Report No. Calibration Date Due Date
8 A AE AR A% E B #A # % 8 #A
MTC F98-12-210-01 2010/1/15 2011/1/14
NML(N0881) C981584 2010/1/7 2011/1/6
NML(N0881) C981583 2010/1/7 2011/1/6

MTC hereby certifies that the equipment noted herein has been compared with the above listed standards. The
standards used to perform this calibration are traceable to the national measurement laboratory (NML) of ROC. The
MTC laboratories are in compliance with ISO/IEC 17025.
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20.0 C 19.9 C 0.1 C 0.9 C
40.0 % 45 9% 5 % 3.0 %
24.0 °C 24.1 °C 0.1 C 0.9 C
50.0 % 49 % 1% 2.8 %
28.0 C 8.2 C 0.2 C 0.9 C
60.0 % 61 % 1 % 2.8%
30.0 C 30.1 C 0.1 C 0.9 C
70.0 % 74 % 4 % 2.8 %
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